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If the value is between markings on the scale,
e.g. 97mm, it should always be rounded up to the
next higher value, in this case e.g. 100mm.

Reaming of the Lag Screw

K-Wire Wind«

<10mm

Use K-Wire for one Surgical
Procedure only!

Lag Screw and Set Screw Insertion

Distal Locking

End Positions of the Screw-
driver Handle

|

Set Screw Alignment Indicator

A This poster displays selected key points and is not a substitute for the full Operative Technique manual.

This document is intended solely for the use of healthcare professionals. A surgeon must always rely on his or her own professional clinical judgment when deciding whether to use a particular product when treating a particular patient. Stryker does not dispense medical advice and recommends that surgeons be trained in the use of any particular product before using it in surgery. The information presented in this brochure is intended to demonstrate a Stryker product. Always refer to the package insert,

product label and/or user instructions including the instructions for Cleaning and Sterilization (if applicable) before using any Stryker products. Products may not be available in all markets. Product availability is subject to the regulatory or medical practices that govern individual markets. Please contact your Stryker representative if you have questions about the availability of Stryker products in your area.

Stryker Corporation or its divisions or other corporate affiliated entities own, use or have applied for the following trademarks or service marks: Stryker, Gamma, Bixcut.

All other trademarks are trademarks of their respective owners or holders.

The products listed above are CE marked.

These following points must be
considered in order to perform a
proper distal locking procedure:

+ Check that the Nail Holding Bolt is
still fully tightened

* Avoid soft tissue pressure on the
distal locking sleeve assembly
therefore the skin incision would
be made in direction of the sleeve
assembly

+ Check that the distal locking sleeve
assembly is locked with theKnob

+ Neutralize the power tool weight
during drilling procedure and do not
apply force to the Targeting Arm

- Start the power tool before having
bone contact with the drill

 Use sharp and center tipped drills
only
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